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ABSTRACT: Promoted ignition testing [1-3] is used to determine the relative flammability of 
metal rods in oxygen-enriched atmospheres. In these tests, a promoter is used to ignite each metal 
rod to start the sample burning. Experiments were performed to better understand the promoted 
ignition test by obtaining insight into the effect a burning promoter has on the preheating of a test 
sample. Test samples of several metallic materials were prepared and coupled to fast-responding 
thermocouples along their length. Various ignition promoters were used to ignite the test samples. 

The thermocouple measurements and test video was synchronized to determine temperature 
increase with respect to time and length along each test sample. A recommended length of test 
sample that must be consumed to be considered a flammable material was determined based on 
the preheated zone measured from these tests. This length was determined to be 30 mm (1.18 in.). 
Validation of this length and its rationale are presented. 
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Introduction 

When metal bums, it does so in the liquid phase. In promoted ignition testing, promoters are used 
to melt and initiate the burning of metal rod test samples. When a promoter is ignited, it transfers energy 
as heat to the sample, and a liquid molten drop forms at the bottom of the vertically mounted sample. 
While a material is burning, the molten droplets continue to form and drip away in a cyclic pattern as the 
rod is consumed. If conditions are not able to sustain the burning, a drip will re-solidify and the sample 
will be extinguished. When the promoter is ignited, a portion of the rod is heated beyond the location of 
the promoter. This heating is termed “sample preheating.” Although there have been earlier works 
researching promoter effects [4], there are not enough data to make conclusive determinations about the 
effect these promoters have on the rod in terms of sample preheating. It has been shown in previous 
studies [5-8] that metals are more flammable at elevated temperatures; therefore, it is important to 
understand the preheating of the rods due to the promoter when establishing bum criteria. Testing was 
proposed to determine the distance that the promoter preheats the metal rod prior to molten drops 
forming. The test sample configurations were chosen to replicate ASTM G124 [2] with the exception that 
thermocouples were inserted along the sample at various depths and intervals. The distance heated by the 
promoter just prior to promoter detachment or consumption is referred to as the promoter heat affected 
zone (HAZ). 

Experimental 
Test System 

National Aeronautics and Space Administration (NASA) Johnson Space Center White Sands Test 
Facility (WSTF) is equipped with a promoted combustion test chamber in its Hazardous Fluids Test Area. 
This chamber has a maximum allowable working pressure of 79.2 MPa (1 1,500 psi) and is used primarily 
for ASTM G124 standard promoted combustion testing. The gaseous oxygen used in the chamber is 
sampled to ensure it conforms to the requirements of MIL-PRF-27210G [9], with a minimum oxygen 
concentration of 99.5 %. This system and its use are described in several previous publications [2, 3]. 
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For the current work, one of the chamber viewports was modified to incorporate a multi- 
thermocouple feedthrough. This feedthrough allowed for up to twelve temperature readings at test 
pressures up to 34.5 MPa (5000 psi). Additionally, a high-speed camera was set up to capture the ignition 
event. Temperature, pressure, and high-speed video were recorded for each test. Temperature and 
pressure data were recorded at a 50 or 100 ITz sample rate (initial tests were recorded at 50 Flz, the 
remainder at 100 Flz for better temperature data resolution). Burning was observed via high-speed video, 
which was used to establish the event duration between the ignition of the promoter and the time the 
initial molten-metal drop separated from the sample or was consumed. This event duration was then 
synchronized with sample temperature data for each test. 

Sample Configuration and Test Matrix 

Test samples were configured as 305 mm (12 in.) long, 3.2 mm (0.125 in.) diameter rods. Three 
materials were tested: 316 stainless steel, Monel® 5 400, and commercially pure copper. Table 1 shows the 
test matrix for each material. Copper was chosen as the material for the majority of the testing based on 
its high thermal conductivity and resistance to burning at elevated pressures and concentrations of 
oxygen. 


5 Monel® is a trademark of Inco Alloys International, Inc., Huntington, West Virginia. 
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TABLE 1 — Sample configuration and test matrix. 


Sample Material 

Promoter Material 3 

Pressure 
MPa (psi) 

Number of Tests 

Copper 

Magnesium 

0.7(100) 

1 

Monel® b 400 

Magnesium 

0.7(100) 

1 

316 SS 

Magnesium 

0.7(100) 

1 

Copper 

Pyrofuze® 3 

3.5 (500) 

1 

Copper 

Magnesium 

3.5 (500) 

4 

Copper 

Aluminum 

3.5 (500) 

4 

Copper 

Magnesium 

6.9(1000) 

3 

Copper 

Aluminum 

6.9(1000) 

3 

Copper 

Magnesium 

34.5 (5000) 

4 

Copper 

Aluminum 

34.5 (5000) 

3 

d Magnesium and aluminum promoters were initiated using Pyrofuze wire. 


h Monel* is a trademark of Inco Alloys International, Inc., Huntington, West Virginia. 
c Pyrofuze* is a registered trademark of Sigmund-Cohn Company, Mount Vernon, New York, 


All test samples were instrumented with Type-K bare-wire beaded-type thermocouples. After the 
thermocouple holes were drilled, samples were washed in a liquid detergent bath at 49-66 °C 
(120-150 °F), immersed for five minutes, agitated for one minute, and scrubbed with a nylon brush as 
required. They were then agitated for two minutes with hot, deionized water until no visual evidence of 
detergent solution was evident, and blown dry with gaseous nitrogen. Thermocouple lead wires were 0.13 
mm (0.005 in.) in diameter. Typical samples had ten thermocouples staked into 0.254-0.381 mm (0.010- 
0.015 in.) diameter holes with a depth of 0.254-0.508 mm (0.010-0.020 in.). Thermocouples were peened 
in place on the test sample rods as illustrated in Fig. 1. Spacing of thermocouples was typically as shown 
in Fig. 2, with thermocouple placement distances measured from the bottom of the rod. Some test samples 
varied in that thermocouples holes were drilled at a depth of 1.27-1.78 mm (0.050-0.070 in.). This was 
done to investigate the temperature deviation over the cross section of the rod. The length of engagement 
of the promoter onto the bottom of the rod varied. This was not by design, but rather by observation, after 
several tests had been conducted. As this deviation could affect test results, promoter engagement length 


was noted for each sample thereafter. 
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Thermocouple/Sample 

Interface 



Sample Rod 
Peened Material 
Thermocouple 


High Temperature 
Cement 


Dual Bore 
Ceramic Tubing 


FIG. 1 — Thermocouple sample interface. 



Additional Thermocouples 
TC-8=94.0 mm 
TC-9=144.8 mm 
TC-10=195.6 mm 

FIG. 2 — Thermocouple spacing along test sample. 
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As shown in Fig. 3, dual-bore ceramic tubing and ceramic cement were used on the lower seven 
thermocouples to protect them during ignition of the promoter. Thermocouples TC-1 through TC-4 had a 
temperature range of 0-1000 °C (32-1832 °F). Thermocouples TC-5 through TC-7 had a temperature 
range of 0-500 °C (32-932 °F). Although this scheme worked well, it was a result of thermocouple 
module (isolation and amplification) availability and was not a test requirement. 



wstfl206e08762 

FIG. 3 — Ceramic shielding on lower seven thermocouples. 
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Test Procedure 

Each sample was mounted to the sample support, and the thermocouple leads terminated at the 
appropriate female thermocouple plug. These female plugs were vertically mounted on the sample stand 
and numbered 1 through 10 to mate to corresponding data channels. The sample or promoter was then 
wound with eight wraps of Pyrofuze, inserted into the test chamber, and the thermocouple and Pyrofuze 
wires were appropriately terminated. N ex tel ’ 6 ceramic fabric sleeves were used to shield the 
thermocouple insulation from thermal damage including igniting and burning. A brass plate was also used 
between the sample and the shielded thermocouple wires for further protection. Thermocouple plug 
connections and shielding measures are shown in Fig. 4. 

The chamber was closed and purged three times with test atmosphere at 3.5 MPa (500 psi) to 
remove any residual gasses. The chamber was then pressurized to the desired test pressure. Temperature 
and pressure data were recorded along with high-speed video. 


6 Nextel® is a trademark of 3M Company, St. Paul, Minnesota. 
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wstfl206e08766 

FIG. 4 — Thermocouple plug connections and ignition shielding. 
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Test Results 

High-speed video was used to determine the event duration, i.e., the duration from the ignition of 
the Pyrofuze igniter wire to the first significant drip of molten metal, promoter detachment, or 
consumption of the promoter (if the promoter did not drop off the sample). Since no appreciable energy 
was added to the sample after the end of the event duration, it was assumed that the sample would ignite 
and begin burning or quench and solidify after this event. The event duration is thus considered to be the 
controlling time used when assessing the temperature data from the thermocouples. To correctly plot 
event duration on a time vs. temperature graph, thermocouple response lag time was considered and 
compensated for. Figures 5 through 7 show typical time vs. temperature plots for copper samples with 
aluminum promoters, with the beginning and end of the event duration shown as vertical lines. Test data 
in its entirety is published in a WSTF Special Test Data Report [10]. 



FIG. 5 — Copper sample with an aluminum promoter in gaseous oxygen at 3.5 MPa. 



FIG. 6 — Copper sample with aluminum promoter in gaseous oxygen at 6.9 MPa. 
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Copper Semple, Aluminum Promoter, 34.5 MPa (5000 psi) 



FIG .7 — Copper sample with an aluminum promoter in gaseous oxygen at 34.5 MPa. 

Initial tests exhibited some irregularities in the temperature data. Mainly, TC-1 and TC-10 
showed unrealistic oscillations and negative temperature readings. In subsequent tests, these irregularities 
were corrected by electrically isolating the samples from the sample stand. 

Discussion and Application of the Data 

Although the majority of the test samples were copper rods, general observations can be made 
with regard to other test materials. As expected, due to their lower thermal conductivity, 316 stainless 
steel and Monel 400 samples exhibited a less severe promoter HAZ (Table 2). It can be seen that the 
event durations for the stainless steel and Monel samples are larger than the copper sample (for a given 
pressure), giving the promoter more time to transfer heat to the sample. However, the copper sample still 
exhibited higher temperatures along TC-2 through TC-5. The high temperature for TC-1 of the Monel 
sample is most likely due to the convective effects of the initial ignition of the promoter. Theoretical heat 
transfer studies of the promoter HAZ have also been investigated [11] and, as expected, complement and 


agree with this experimental data. 
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TABLE 2 — Material temperature comparison at 0. 7 MPa. 


Promoter Material 

Magnesium 



Pressure (MPa) 

0.7 



Sample Material 

316 SS 

Monel® 400 

Copper 

Event Duration: Ignition 
to Drop (msec) 

1050 

1670 

700 

Thermocouple 
Placement (mm) 

Drop Point Temperatures (°C) 

TC-1 (7.6) 

— 

937 

732 

TC-2 (11.7) 

124 

247 

408 

TC-3 (16.3) 

78 

108 

248 

TC-4 (21.1) 

60 

71 

107 

TC-5 (26.2) 

52 

58 

67 

TC-6 (31.8) 

50 

54 

54 

TC-7 (43.8) 

43 

43 

42 

TC-8 (94.0) 

41 

35 

35 

TC-9 (144.8) 

31 

32 

31 

TC-10 (195.6) 

37 

33 

30 


As expected, it was also observed that promoters bum more slowly and exhibit longer resident 
times when ignited at lower pressures (Table 3). This results in higher sample temperatures at the end of 
the event duration. Conversely, at elevated pressures promoters bum and detach from the sample much 
more quickly and have less of a preheating effect. 

TA BLE 3 — Average event duration with respect to test press ure. 


Pressure 

Duration 

MPa (psia) 

(msec) 

3.5 (500) 

446 

6.9 (1000) 

328 

34.5 (5000) 

140 


To determine the promoter HAZ, it must be understood what amount of sample preheating, in 
terms of temperature, is necessary for burning characteristics to be affected. Data from high-temperature 
promoted ignition testing [5] suggests that for several 300-series stainless steels, samples heated to 260 °C 
(500 °F) and below show little or no variation in flammability when compared to ambient temperature 
testing. Changes in flammability would be noted by changes in either the pressure where a metallic 


sample will support burning, or the rate at which the sample melts while it is burning (both are indicators 
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of metals flammability and are used historically to compare metals). Therefore, 260 °C (500 °F) was 
chosen as a reasonable temperature to use in determining what length of the sample was within the HAZ. 
The HAZ is considered the length of the rod measuring temperatures greater than or equal to 260 °C (500 
°F) just as the ignition promoter is detaching from the test sample. Determining the location of this 
temperature condition allows accurate delineation of the HAZ within the rod and the production of burn 
criteria beyond which there are no further effects of the ignition promoter on the burning of the test 
sample. 

Temperatures at the end of the ignition events were used to determine the location, from the 
bottom of the rod, where the samples reached 260 °C (500 °F). For each test pressure series, this location 
was compiled and standard deviations applied (see Fig. 8). This shows that, including standard deviation 
error bars, the promoter HAZ does not extend beyond 17.8 mm (0.70 in.) above the end of the rod. It 
should be noted that this distance includes the promoter engagement distance, which is not included when 
reporting bum lengths as instructed in ASTM G124. It was also observed that promoter material 
(aluminum or magnesium) did not greatly affect the length of the HAZ produced within the test sample 
(for the conditions of these tests). 


Promoter HAZ of Copper Samples Using 260 °C (500 °F) Criteria 

20 

18 

16 

_ 14 
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0 

0 3 6 9 12 15 18 21 24 27 30 33 36 

Pressure (MPa) 


• Magnesium Promoters 

• Aluminum Promoters 


FIG .8 — Distance along rod where 260 °C was reached at promoter detachment at various test pressures. 


The mean value and standard deviation between the test pressure group with the largest promoter 
HAZ was then found using the Central Limit Theorem (CLT), and a three sigma distribution was applied. 
Using the CLT assumes there is a normal data distribution, and thus ~ 99.7 % of the data values will be 



SPARKS ET AL. ON PROMOTED COMBUSTION TESTING 13 


within three standard deviations of the mean. Using the most severe condition in terms of heat 
generation/conduction (3.5 MPa (500 psi)), and combining both aluminum and magnesium promoter 
sample data, yields a mean HAZ distance of 16 mm (0.63 in.) with a standard deviation of 1 mm 
(0.041 in.). Applying three standard deviations results in a promoter HAZ of 19 mm (0.75 in.) from the 
bottom of the rod (Fig. 9). 

Based on these data, which have also been validated by thermal modeling [11], it was discussed 
and decided within NASA that samples which bum more than 30 mm (1.18 in.) above the promoter will 
be considered a bum [1]. To come to this length of 30 mm (1.18 in.) rather than the promoter-included 
length of 19 mm (0.75 in.), as determined in testing, roughly 50 % of the actual HAZ was added as a 
conservative buffer. This ensures all metals that bum a distance greater than 30 mm (1.18 in.) are burning 
independently of any promoter effects that preheated the test sample during the ignition process. For 
metallic materials that have a lower thermal conductivity than copper (that is, most metals), burning a 
distance greater than 30 mm (1.18 in.) is a large distance beyond the HAZ, and clearly the metals are 
burning. ASTM G 124 is currently being revised and will incoiporate these same pass/fail criteria. 
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Three Sigma HAZ 


260 °C/ 3.5 MPa 


HAZ (mm) 

16.1 

Sigma (mm) 

1.0 

HAZ+3(Sigma) (mm) 

19.2 


FIG. 9 — HAZ produced from ignition promoter after applying the Central Limit Theorem using a 260 °C 

(500 °F) temperature limit. 


The experimental observations and subsequent conclusion of the promoter HAZ modifies the 
historical views of metals flammability in the specific application of ASTM G124, as well as other tests 
that often require the test sample to be consumed entirely or halfway to be considered flammable. This 
result is also specific to the igniter materials tested. Copper was chosen as the major test material based on 
several factors, most significantly its resistance to burning and high thermal conductivity. A high 
thermally conductive material was desired to ensure effective heat transfer from the promoters, leading to 
large HAZs. Metals with lower thermal conductivities will have smaller HAZs. Additionally, since the 
promoter HAZ in this experiment is calculated using a 260 °C (500 °F) temperature bias, it should be 
noted that, with further research into the effects of metals flammability with respect to elevated 
temperature, the promoter HAZ may need to be modified accordingly. For previously tested materials 
where burn lengths were recorded, these bum criteria can be easily applied. However, since these burn 
criteria are markedly different from the previous criteria, flammability of many materials may no longer 
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be defined. As the required number of tests to ra nk a material are no longer met, additional testing may be 
needed. ASTM requires five no-bum tests for a material to be considered nonflammable, NASA requires 
ten [1, 2], Additionally, after applying these bum criteria to existing material data, many previously 
considered metals have not been tested at a nonflammable condition. A small sample set (see Table 4) 
shows some metals that are now considered flammable at pressures that were previously considered 
nonflammable, and consequently there are insufficient data to establish a nonflammable condition without 
further testing. 


TABLE 4 — Flammability of select metals using 30 mm burn criteria. 


Material 

Nonflammability Pressure 
using Previous Criteria 
MPa (psia) [12] 

Flammability Pressures using 30 mm Criteria 
MPa (psia) [13] 

Haynes® 3 188 

20.7 (3000) 

Flammable at 20.7 (3000), no lower pressures tested 

Hastelloy® 3 C22 

20.7 (3000) 

Flammable at 17.2 (2500), no lower pressures tested 

Elgiloy® b 

10.3 (1500) 

Flammable at 10.3 (1500), no lower pressure tested 

Inconel® 0 7 1 8 

5.2 (750) 

Flammable at 3.5 (500), no lower pressure tested 

17-4 PH SS 

3.5 (500) 

Flammable at 3.5 (500), no lower pressure tested 

a Haynes* 1 and Hastelloy® are registered trademarks of Haynes Stellite Company, Kokomo, Indiana. 
b Elgiloy 8 is a registered trademark of Elgin National Watch Company, Elgin, Illinois 
L Inconel® is a registered trademark of Inco Alloys International, Huntington, West Virginia. 


Conclusion 

The goal of this testing was to characterize the heating effects of an ignition promoter on a copper 
sample as is typically configured in promoted combustion flammability testing. Furthermore, the goal was 
to apply these findings to empirically establish better suited flammability criteria that incorporate the 
heating effect of the ignition promoter on the test sample. It was determined that the largest FIAZ 
produced will likely be approximately 1 9 mm long (or less) on a copper rod, and if a test sample bums a 
distance longer than this, it is clearly burning independently of the ignition-promoter effect. The success 
of this testing allows scientific bum criteria to be established within NASA standards, with other 
international standards soon to follow suit. In accomplishing this goal, there were many observations that 
aid in the understanding of the intricacies of promoted combustion testing (e.g., ignition event duration 
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with respect to test pressure, the severity of magnesium and aluminum promoters on the test sample with 

respect to the gaseous oxygen environment). 
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